[Pulse oximeter: a component of medical computer-aided monitoring].
A nonautonomous pulse oximeter (a device) that is controlled by a personal computer (PC) is described. The division of functions between the device and PC is shown. Algorithms are presented for signal treatment and device gain control. A list of the developed softwares and an outline of the functions fulfilled are given. The prototypes of the device have been approved and are used at the intensive care units and operating rooms of the First Republican Clinical Hospital of the Udmurt Republic.